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Abstract 
 
Purpose  Personalized modeling of brace action have potential in improving 
brace efficacy in adolescent idiopathic scoliosis (AIS). Model validation and 
simulation uncertainty are rarely addressed, limiting the clinical implementation of 
personalized models. We hypothesized that a thorough validation of a personalized 
finite element model (FEM) of brace action would highlight potential means of 
improving the model. 
Methods  42 AIS patients were included retrospectively and prospectively. 
Personalized FEMs of pelvis, spine and ribcage were built from 
stereoradiographies. Brace action was simulated through soft cylindrical pads 
acting on the ribcage and through displacements applied to key vertebrae. 
Simulation root mean squared errors (RMSEs) were calculated by comparison with 
the actual brace action (quantified through clinical indices, vertebral positions and 
orientations) observed in in-brace stereoradiographies.  
Results  Simulation RMSEs of Cobb angle and vertebral apical axial rotation was 
lower than measurement uncertainty in 79% of the patients. Pooling all patients and 
clinical indices, 87 % of the indices had lower RMSEs than the measurement 
uncertainty.  
Conclusions  In-depth analysis suggests that personalization of spinal functional 
units mechanical properties could improve the simulation’s accuracy, but the model 
gave good results, thus justifying further research on its clinical application. 
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Introduction 
Adolescent idiopathic scoliosis (AIS) is a three-dimensional deviation of the spine from its 
physiological curvature [1]. Progression of the curve is often accompanied by vertebral 
wedging, ribcage deformity and a loss of spinal sagittal curvature (“flat back”) that can induce 
respiratory or cardiovascular impairment [2] and more in general a decrease in quality of life. 
Corrective surgery is very invasive, with a loss of spinal motion and a significant risk of 
complications. Orthotic treatment aims at slowing down curve progression, especially during 
growth spurt, with a less invasive approach.  
While the potential effectiveness of bracing has recently been demonstrated in AIS [3, 4], the 
planning and fabrication of the brace is still empirical and based on the experience of the 
clinicians and orthotists. This is partly due to the complex three-dimensional geometry of the 
scoliotic spine and of its biomechanical behavior; prediction of brace action from qualitative 
observation is difficult, sometimes resulting in in-brace spinal shapes similar or worse than the 
out-of-brace spine [5].  
The potential of biomechanical finite element models (FEMs) as a tool in orthopedics has been 
proven in several applications, such as surgical planning, implant design, etc. Several FEMs of 
the trunk have been reported in the literature [6, 7]. Recent improvement in spinal imaging and 
feature detection [8, 9] allowed the development of subject-specific trunk models, while at the 
same time work has been done to introduce FEMs in brace design [10-12]. These models, 
however, retain a qualitative character because their experimental validation is often lacking or 
incomplete [13].  
Our group recently presented a geometrical and clinically relevant framework for the evaluation 
of FEM for brace action [13]. The hypothesis of the present work was that a thorough validation 
of a personalized FEM of brace action would highlight potential means of improvement by 
quantifying of the model’s reliability and weaknesses.  
Methods 
Subjects 
Forty-two patients diagnosed with progressive AIS were included both retrospectively and 
prospectively in this multicentric study: 38 girls and 4 boys between 7 and 17 years old, 26.2° 
± 14.4° Cobb angle. All were prescribed a treatment by either cast or brace; progressive AIS 
was diagnosed by the prescribing clinician. Stereoradiographs were acquired (EOS system, 
EOS imaging, Paris, France) with the patient in free standing position [14] at treatment decision 
(out of brace, T0) and in-brace (T1, Fig. 1). T1 acquisition was performed between 0 (i.e. same 
day) and 7 months after T0. The study was approved by the ethical committee (CPP 6001 Ile de 
France V). 
Subject specific model 
3D reconstruction of the pelvis [15], spine [9] and ribcage [8] was performed by an experienced 
user using validated methods. The pelvis was reconstructed in the T0 geometry and rigidly 
translated in the T1 geometry in order to define the same robust subject frame of reference in 
both configuration. The geometry of each vertebra (Fig. 2) was calculated by averaging the T0 
and T1 vertebral geometries.  
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A personalized finite element beam model (Fig. 1) was then generated as previously described 
[13, 16], including the pelvis, sacrum, thoracic and lumbar vertebrae (Fig 2), posterior 
articulations, intervertebral discs, ligaments, and rib cage. Ribs mechanical properties were 
personalized according to the patient’s Risser sign [17] while their cross-sectional areas were 
adapted to the vertebral level, according to an existing database of scoliotic adolescent rib 
morphology [18]. The model was implemented in ANSYS V11 (Ansys Inc., Canonsburg, PA). 
Boundary conditions 
Boundary conditions were implemented by displacing only those regions where the brace was 
acting, while letting the rest of the trunk respond to this mechanical loading. 
These anatomical regions were 
identified by observing the 
deformation of soft tissues and the 
radiopaque components of the 
brace [13]. Those pads pushing on 
the lumbar region or posteriorly on 
the spine where implemented by 
displacing the corresponding 
vertebra. Those pads acting on the 
rib cage were explicitly 
implemented as soft cylinders 
(Fig. 1; 485 nodes, 433 hexahedral 
elements, 0.01 MPa Young’s 
modulus) pushing on the ribs 
through mechanical contact. 
Pelvis and T1 vertebra were 
displaced in the T1 geometry to 
reproduce patient’s balance and 
posture. Displacements were 
measured as differences between 
the 3D reconstructions at T0 and T1 
in the same pelvis-based frame.  
 
Fig. 1 Example of stereo-radiographies at decision of treatment (T0) and in-brace (T1); 
personalized finite element model buildt from 3D reconstruction at decision of treatment (T0) 
and after simulation of brace action (TS). The cylindrical structure on the rib cage are the 
brace’s thoracic pads; intercostal membrane was hidden for clarity. 
  
Fig. 2 Top, lateral and oblique view of a 3D model of a 
L1 vertebra: 3D volume reconstruction from 
stereoradiography and beam model of the vertebra. The 
vertebral body is composed of a single beam with two 
beams linking it to the posterior arch, spinous process 
and vertebral articulations. The latter, are modelled with 
shell elements (not represented for clarity) held in place 
by an array of structural beams. The endings of the 
lateral and spinous processes provide insertion points for 
ligaments. 
Accepted Manuscript. European Spine Journal.  The original publication is available at www.springerlink.com. 
DOI:  http://dx.doi.org/10.1007/s00586-016-4511-7  
 4 
Analysis and statistics 
The 3D model yielded by the simulated in-
brace geometry of the patient’s trunk (TS) was 
used to calculate vertebral positions, their 
orientations and the following relevant 
clinical indices (Table 1): kyphosis, lordosis, 
Cobb angle, vertebral axial rotation at the 
apical level (VAR), torsion index and 3D rib 
hump. Root mean squared errors (RMSE) and 
maximal differences were calculated between 
these parameters in the T1 geometry and the 
simulated ones (TS). These values were then 
compared with a measurement uncertainty 
corresponding to the error (ε, Table 1) 
expected when comparing two 3D 
reconstructions (T0 and T1) with known 
uncertainties, i.e. 𝜖 = √2(2𝑅𝑀𝑆𝑆𝐷)2, where 
2RMSSD is the previously determined 
reproducibility of the 3D reconstruction [8, 
9].  
A “patient RMSE” was determined for each patient by calculating the RMS of the differences 
between all simulated and actual parameters, as well as an overall “brace action” which was 
 
Fig. 3 Root mean square error (RMSE) of 
Cobb angle between in-brace and simulated 
geometries for all patients: the dashed line 
represents the measurement uncertainty. 
Table 1. 
Measurement uncertainty, root mean square error (RMSE) between in-brace (T1) and simulated 
geometries (TS), and number of values out of 42 patients lower than the measurement uncertainty. 
(VAR: vertebral axial rotation at the apex). 
 
Measurement 
uncertainty 
Maximal 
difference 
Ts - T1 
RMSE between Ts 
and T1 
# values < 
uncertainty 
Clinical indices     
T1/T12 Kyphosis (°) 7.8 6.7 2.5 100 % 
T4/T12 Kyphosis (°) 5.4 8.4 3.8 83 % 
L1/L5 Lordosis (°) 6.5 9.0 4.0 93 % 
Cobb angle (°) 4.4 8.7 4.1 79 % 
VAR (°) 4.8 9.3 3.9 79 % 
Torsion  (°) 5.7 12.7 4.7 86 % 
3D Rib Hump  (°) 7.1 12.9 4.4 90 % 
Vertebral orientation     
Frontal rotation (°) 3.4 4.8 2.6 90 % 
Lateral rotation (°) 3.3 4.5 2.7 81 % 
Axial rotation (°) 5.5 14.1 5.0 86 % 
Vertebral position     
Postero-anterior (mm) 1.7 5.9 2.3 50 % 
Lateral (mm) 1.6 4.4 2.1 45 % 
Vertical  (mm) 1.1 2.3 0.9 81 % 
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determined as the RMS of the difference between the clinical indices in T0 and T1 
reconstruction. 
Pearson correlation coefficients was used to analyse correlations; significance was set at p < 
0.05. Calculations were performed with Matlab 2014b (Mathworks, Natick, MA). 
Results 
Bracing had an overall positive effect on the patients’ clinical indices in the coronal plane 
(Table 2), but it had little or negative effect in the transversal and sagittal planes. Cobb angle 
was decreased in 70 % of the patients (average correction: 10.4°), but it increased more than 
the measurement uncertainty in 2 patients (5.4° and 6.8°). Torsion and VAR decreased in 24 
and 25 % of the patients, respectively, but it also increased in 10 and 14 %, respectively. 
Kyphosis and lordosis decreased in approximately half of the patients (Table 2). 
A typical simulation lasted about 10 minutes on a desktop PC and presented no convergence 
issues. Overall simulation performance is reported in Table 1; kyphosis, lordosis and Cobb 
angles RMSEs were lower than the measurement uncertainty. Fig. 3 and Fig. 4 show the RMSE 
of Cobb angle and vertebral axial rotation at apical level for each patient. Full clinical data at 
T0, T1 and Ts are reported as supplementary material (Online  
Resource 1). Pooling all patients and clinical indices, 87 % of the indices had lower errors than 
the corresponding measurement uncertainty.  
Errors on vertebral orientations were lower than the measurement uncertainty (Table 1). 
Average RMSEs in vertebral positions were higher than the measurement uncertainty in the 
postero-anterior and lateral directions, but slightly lower in the vertical direction. Overall 
RMSE in vertebral position was 1.9 mm; when pooled together, more than 59% of the 714 
considered vertebrae (42 patients times 17 vertebrae) showed lower position errors than the 
measurement uncertainty.  
No correlation was observed between the patient’s simulation error and the patient’s brace 
action (p > 0.05) nor the clinical parameters at T0 (p > 0.05).  Table 3 reports measured and 
simulated brace action on the clinical indices for the 3 patients with the lowest simulation errors 
(patient RMSE ≤ 1.5º) and 4 patients with the highest ones (patient RMSE ≥ 4.4º). 
Table 2 
Effect of bracing on the patients’ clinical parameters reported as number (and 
percentage) of patients which had each value significantly decreased (compared to 
measurement uncertainty), unchanged or significantly increased. Average 
correction is also reported. 
Clinical indices Value increased 
Value 
unchanged 
Value 
decreased 
Average 
correction (°) 
T1/T12 Kyphosis 4 (10 %) 18 (43 %) 20 (48 %) -4,8 
T4/T12 Kyphosis 5 (12 %) 14 (33 %) 23 (55 %) -4,2 
L1/L5 Lordosis 2 (5 %) 15 (36 %) 25 (60 %) -5,9 
Cobb angle 2 (5 %) 9 (21 %) 31 (74 %) -10,4 
VAR 6 (14 %) 25 (60 %) 11 (26 %) -1,7 
Torsion  4 (10 %) 28 (67 %) 10 (24 %) -1,3 
3D Rib Hump  1 (2 %) 28 (67 %) 13 (31 %) -2,7 
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Table 3 
Absolute differences between out-of-brace (T0) and in-brace (T1) clinical indices (i.e., brace action) and absolute differences between simulated 
(Ts) and out-of-brace clinical indices (i.e., simulated brace action) for the three patients presenting the lowest simulation errors (#16, #32 and #38) 
and four patients with the highest ones. 
 
 
Patient #16 
 
Patient #32 
 
Patient #38 
 
Patient #11 
 
Patient #28 
 
Patient #36 
 
Patient #40 
 
 |T1-T0| |T1-Ts| |T1-T0| |T1-Ts| |T1-T0| |T1-Ts| |T1-T0| |T1-Ts| |T1-T0| |T1-Ts| |T1-T0| |T1-Ts| |T1-T0| |T1-Ts| 
T1/T12 Kyphosis (°) 2.0 1.4 12.2 1.5 2.8 0.2 0.9 6.7 17.8 2.0 8.3 3.2 0.3 0.1 
T4/T12 Kyphosis (°) 2.2 0.7 14.2 0.9 3.8 0.2 4.7 8.2 21.7 1.8 0.3 6.2 1.4 4.1 
L1/L5 Lordosis (°) 5.5 0.3 13.6 0.4 8.8 0.4 3.2 4.6 13.5 5.7 9.9 6.9 5.5 1.4 
Cobb angle (°) 0.3 0.9 22.4 1.3 13.5 0.1 2.7 7.9 19.8 1.3 7.0 0.6 20.2 7.1 
VAR (°) 2.0 0.2 7.9 0.8 1.9 0.1 1.4 0.8 19.7 9.3 5.7 8.5 1.9 5.1 
Torsion  (°) 0.2 0.1 1.8 1.4 0.0 0.1 0.1 0.2 12.6 11.6 10.1 10.2 7.4 5.7 
3D Rib Hump (°) 2.3 1.0 4.3 2.9 0.9 2.0 7.9 2.4 1.8 2.4 7.0 1.2 5.5 2.6 
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Discussion  
Biomechanical FEMs have the potential of 
introducing objectiveness and robustness in 
the design of braces for scoliotic correction. 
The difficulties of experimental validation of 
these models, mainly due to protocol design 
and clinical data collection, are slowing down 
the establishment of an effective framework 
to simulate and predict brace action on a given 
scoliotic subject’s trunk. However such 
validation is essential to translate a model 
“from bench to bedside”.  
In this work we presented the validation of an 
improvement on previously described FEM 
[13, 16], which was preliminarily validated on 
a small cohort of 10 patients. In this instance, 
the boundary conditions were improved by 
including an explicit model of those brace 
pads acting on the ribcage. Work is under way 
to include skin and muscle layers in the 
model, which will allow investigating their complex interaction with the pads. Further 
improvements should include gravity, muscular action and neuromuscular control. 
To our knowledge, this is the first series on 42 patients both for extensive quantitative 
evaluation of the 3D brace effect and for model evaluation. Bracing had a positive effect on the 
patient’s clinical indices in the frontal plane where Cobb angle improved in 74 % of the cohort 
(Table 2, Online Resource 1). This is slightly better than the 50% cohort improvement 
previously reported by Courvoisier et al. [5]. The absolute Cobb angle correction observed in 
this study was similar to the one previously reported by Lebel et al. [19] (-10.4° against ~14°), 
but VAR correction was lower (-1.7° against -6.5°). Comparison with previous studies, in 
particular concerning absolute values of correction, is difficult because of differences in the 
initial cohort (age, curve topology), brace compliance [3], etc. Moreover, brace planning relies 
on the experience of the orthotist and of the clinician, which adds to the variability of the results 
on brace effect. 
Lordosis and kyphosis decreased in about 50 % of the cohort (Table 2). Hypolordosis and 
hypokyphosis are known features of the scoliotic spine [20], and it is well reported that brace 
treatment tend to flatten the sagittal alignment [5]. The horizontal plane (torsion and VAR) was 
unchanged or worsened in the majority of patients, consistently with previous studies [5]. It has 
been shown that restoration of sagittal spinal alignment and horizontal plane improves the rate 
of success scoliosis surgery [21] and global patient posture, but these results suggest that current 
brace designs tend to have little impact on the three-dimensional character of the scoliotic spine. 
Personalized and robust modeling of the trunk could drastically improve brace design and 
effectiveness. 
One limitation of this work is that several types of braces and scoliosis severities were pooled 
together. Analyzing the effectiveness of a specific type of bracing, however, was beyond the 
scope of this work. The heterogeneity of bracing and scoliosis types actually allowed the model 
to be tested in several different situations. The second limitation is that the in-brace radiography 
  
Fig. 4 Root mean square error (RMSE) of 
vertebral axial rotation at apical level (VAR) 
between in-brace and simulated geometries 
for all patients: the dashed line represents the 
measurement uncertainty. 
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was needed to define the boundary conditions. However, collecting the in-brace radiography 
and comparing it to the simulation results represents a powerful means of validating the model. 
Comparison with the previous model [13] shows improvements of the simulation performance 
in vertebral positions and orientations, as well as in all clinical indices but T4/T12 Kyphosis, 
which remained almost unchanged (3.8° against 3.5° in the previous work, Table 1). It is 
possible that this parameter is more influenced by the vertebral thoracic pads than by the newly 
introduced ribcage pads, or that a limit has been reached for this parameter; a further 
improvement might require reducing the uncertainty of the 3D reconstruction. 
Statistical analysis showed that simulation accuracy did not depend on the degree of correction 
induced by the brace nor on the degree of spine deformity. In other words, the model had the 
same reliability for different curves and brace-induced displacements. 
For 80 % of the patients, RMSEs were within the limits of uncertainty. For the remaining 20 % 
of the patients, the case-by-case analysis shows potential ways of improving the model. For 
instance, patient #40 (Table 3) shows large differences in Cobb angle and vertebral axial 
rotation at the apex (VAR). In-depth analysis showed that the brace increased his VAR by 2°. 
In the simulation, VAR increased, but it actually increased too much (7°). At the same time, 
torsion decreased in the simulation, as well as in the measured stereoradiography, but not 
enough (2°). This suggests that the scoliotic curve in the simulation rotated too much in the 
axial plane, and it rotated too much rigidly (hence, the small change in torsion). A different 
distribution of spinal function units stiffness along the spine, and in particular at the junctional 
levels, might have decreased the VAR variation in the simulation while allowing a more natural 
detorsion of the curve. 
In patient #28 (Table 3), VAR decreased by 18°, while in the simulation VAR decreased by 
20°. Torsion decreased by 13° while it only decreased by 1° in the simulation. Once again, this 
patient’s spine seems too stiff in rotation; a decrease in his functional units mechanical 
properties (discs, vertebrae, articular contacts) might improve the simulation. Cobb angle, 
however, present a small difference of 1.3°. This case underlines the importance of not basing 
the validation on the frontal plane only; such approach would have missed the simulation’s 
actual performance on the horizontal plane. 
Mechanical properties of the ribs were personalized with subject age, while their geometry was 
accurate because of recent developments in 3D reconstruction [8]. This have probably played 
a role in the model performance, given how the ribs transmits loads to the spine. Although the 
intervertebral disc mechanical properties were not personalized, the simulations gave 
satisfactory results for the majority of the patients, thus highlighting the importance of the 
geometry in the behavior of this complex structure. However, it is likely that more severe curves 
(pre-surgery) would present stiffer spines, thus needing a specific personalization of the 
functional units’ mechanical properties. Methods for obtaining disc properties in-vivo are being 
investigated [22-24], which will allow introducing personalized disc properties.   
As hypothesized, a through validation of the model on a relatively large number of subjects 
allowed highlighting the model’s limitations and potential means of improvement. Future work 
will aim at determining which mechanical properties are key to lower simulation errors, but 
also at developing non-invasive techniques to personalize mechanical properties thus 
improving the model towards the prediction of brace action. However, as of this day, it will be 
possible to modify the boundary conditions of the model to explore alternative and more 
effective brace action. 
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